[Use of the EOM-01-Ts echo-osteometer ultrasonic unit in obstetrics].
The possibility of application of the ultrasonic unit made in the USSR has been tested on 98 pregnant women. The control group consisted of 35 nonpregnant women. It was found that the ultrasound velocity is lower in the bones of pregnant women.